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Background: Modern joint arthroplasties rely on osseointegration of metal 
components through bone ingrowth into hydroxyapatite (HA) layers. However, 
such surfaces are prone to colonisation by bacteria and formation of biofilms. 
Application of silver nanoparticles (SNs) to hydroxyapatite coatings could reduce 
the risk of infection; however, little is known about how this would affect the 
process of bone ingrowth. This study examined osseointegration of conventional 
and SN doped HA coatings in a rabbit model. 
Materials and methods: In this study, 12 cylindrical implants coated with conven-
tional and SN doped HA were implanted into New Zealand white rabbit femora, 
with each animal receiving both types of implants. After 12 weeks, rabbits were 
sacrificed, their femora were harvested and implants removed during pull-out 
testing. Retrieved samples were dehydrated, sputter coated and observed using 
a scanning electron microscope (SEM) to verify bony ingrowth and retention of SNs. 
Results: The percentage of implant in direct contact with bone was measured in 
cross-sections of implants. The SEM analysis demonstrated that osseointegration 
of the SN doped coatings was similar to the conventional HA samples. A similar 
morphology of newly formed trabecular bone was observed in both implants, 
with silver doped HA-coated implants retaining multiple nanoparticles in areas 
which were not overgrown by bone. Analysis of the bone-implant contact area 
revealed comparable results for both types of coatings. These finding indicated 
that SN doped HA coatings are characterised by good osseointegrative properties. 
Conclusions: Since SNs were found in areas not covered by mineralised bone, it is 
assumed that the antimicrobial properties of the modified coating may be retained 
for 12 weeks after implantation. Additional studies are required to fine--tune the 
composition of HA coatings with SNs, to ensure optimal osseointegrative and 
antimicrobial properties. (Folia Morphol 2019; 78, 1: 107–113)
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INTRODUCTION
Long term performance of joint arthroplasties heav-
ily depends on stable anchoring of implants in bone 
[9, 20]. Since the bone-implant interface is subjected 
to cyclic loading during physical activities, insufficient 
mechanical fixation results in implant migration and 
loosening [9, 20]. Consequently, modern uncemented 
joint replacements rely on biologic fixation through 
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ingrowth of bone into various substrates, such as po-
rous titanium or hydroxyapatite (HA) coatings [12, 15]. 
Although multiple studies demonstrated good 
long term results of uncemented arthroplasties, sev-
eral failure modes of such components have been 
identified. Periprosthetic joint infections (PJIs) are 
responsible for a large percentage of such failures, in 
both early and late follow-up [20]. This is due to the 
fact that materials used in joint replacements may be-
come colonised by biofilm forming bacteria [2, 6]. The 
biofilm can act as a layer which encapsulates bacteria 
and protects them from the host immune response 
and antibiotics. Consequently, management of PJIs 
typically involves surgical exchange of contaminated 
components and long term antibiotic therapy [20].
Since PJIs are associated with dissatisfactory clini-
cal outcomes and a significant financial burden, there 
is a need for the development of biofilm inhibiting 
materials for use in total joint replacements [4, 8, 21]. 
Electrochemically formed silver coatings were one 
of early solutions used in resection prostheses since 
early 2000s [11, 21]. In conventional uncemented 
components such coatings may be problematic, due 
to concerns regarding osseointegration and silver 
toxicity; however, silver nanoparticles (SNs) have re-
cently emerged as an alternative [14, 21]. They can 
be distributed on the surface of uncemented com-
ponents without compromising the osseointegrative 
layer [6]. Multiple laboratory studies have shown 
their antimicrobial potential, while data from animal 
models has indicated good biocompatibility [3, 4, 8]. 
Still, specific interactions between host bone and 
coatings containing SNs are not well understood. 
The effect of SNs on osseointegration of orthopaedic 
implants is of particular interest, since it is critical for 
their long term performance [2–4, 7, 8, 15, 21]. This 
study examined the osseointegration of SN doped 
HA coatings in a rabbit model. The samples were 
obtained after mechanical testing of implant stability 
(pull-out tests), which allowed the visualisation of 
areas where newly bone was firmly attached to the 
HA coatings. This study determined if the presence 
of silver (Ag) nanoparticles affects the microstructure 
of newly formed bone and verified if SNs become 
resorbed during osseointegration.
MATERIALS AND METHODS
Study design
This experimental study compared osseointegra-
tion of two types of implants in femoral bones of New 
Zealand white rabbits; one group received compo-
nents with conventional HA coating, while the other 
group received implants with SN doped HA coatings. 
The controls were unused implants of both types. 
After 12 weeks, animals were sacrificed and implants 
were subjected to pull-out testing. Osseointegration 
of retrieved implants and resorption of SNs were 
examined using scanning electron microscopy (SEM) 
with energy-dispersive X-ray spectroscopy (EDS). The 
area of implant-bone contact was also evaluated on 
cross-sections of the retrieved implants. 
Implant preparation
Implants used in this study were made from com-
mercially available TiAl6V4 alloy. First, cylinders with 
a diameter of 4 mm and length of 22 mm were pre-
pared, and one of their ends was threaded, while oth-
er parts were sandblasted and plasma-sprayed with 
a 25–30 µm layer of HA (2PS, France). Next, randomly 
selected implants were doped with commercially 
available SNs (Particular GmBH, Hannover, Germany). 
Briefly, implants were immersed in a suspension con-
taining nanoparticles with a mean diameter of 66 nm, 
and Ag concentration of 106 mg/L. The liquid was 
stirred at room temperature for 14 hours, after that 
time implants were removed, washed with physiolog-
ical saline and sterilized in ethylene oxide (Fig. 1A).
Animal experiments
All tests involving animals were conducted ac-
cording to an approval granted by the local bioethi-
cal committee; the animals used were New Zealand 
white rabbits, (mean weight 4.2 kg, range 3.0–5.5). 
Briefly, after animals underwent general anaesthe-
sia (ketamine + medetomidine), their femora were 
exposed through a lateral incision. In each case, 
a 4-mm transverse hole was drilled perpendicularly 
to the long axis of the bone, and a randomly selected 
test implant was then inserted (Fig. 1B). Each animal 
received one implant with SNs and one control sample 
with conventional HA coating in the contralateral fe-
mur. All animals survived the procedure, with no com-
plications and were then kept in cages, receiving food 
and water ad libitum. After 12 weeks, rabbits were 
euthanized (intracardiac pentobarbital injection) and 
the femora containing metal cylinders were immedi-
ately harvested and stored in a refrigerator for up to 
48 hours. Next, pull-out testing was performed using 
a similar technique to that described by Salou et al. 
[16] using an Instrom 4483 load frame (Instrom, UK). 
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Briefly, after the specimens were warmed to room 
temperature the threaded part of each implant was 
screwed to the crosshead of the device and the fem-
ora were clamped using a custom fixture. The uniax-
ial test was carried with a speed of 1 mm/min, ant 
the maximum pull-out force was recorded for each 
specimen with an accuracy of 0.1 N. After testing 
retrieved implants were fixed in 2.5% buffered glut-
araldehyde solution for 7 days and prepared for SEM 
examination (Fig. 1).
SEM preparation and analysis
After fixation, retrieved samples were dehydrated 
in a series of ethanol/water solutions (30, 50, 70, 96 
and 100%) for 12 hours. Due to concerns regarding 
the behaviour of the metal-coating interface during 
critical point drying, an alternative method of SEM 
preparation was performed. Similar to Araujo et al. [1], 
final dehydration was performed by immersion of 
samples in hexamethyldisilazane for 2 minutes twice, 
followed by air drying for 60 minutes. Most explants 
were sputter coated with 10 nm of gold (JEOL JFC-
1200) for SEM (JEOL JSM-6400) examination. Imag-
ing was performed predominantly using backscatter 
electron detector (BSD) at 20–30 kV, since the con-
trast of such images is related to the elemental com-
position of various structures (Z-contrast mode). 
Selected areas were photographed using secondary 
electron detector for better topographic contrast, 
and some samples were examined using EDS (Oxford 
Instruments Inca Energy) to verify their elemental 
composition.
Quantification of bone ingrowth: bone-implant 
contact percentage (BIC%)
After microscopic examination of explants, two 
cross-sections (5 mm apart) from the area which 
was in direct contact with bone were prepared using 
a diamond wafering saw (Buehler Isomet low 
speed saw). They were examined using SEM to de-
termine the percentage of implant area in direct 
contact with bone. Imaging was performed using BSD 
at 250× magnification. Micrographs were taken at 
a short working distance of 10–12 mm, which results 
in a shallow depth of field, allowing the precise deter-
mination if the attached bone was in the cross-section 
plane. Areas in direct contact with bone were then 
quantified by manual outlining using ImageJ 1.49 
software. Areas where large metal shards or coating 
damage were present as a result of cutting (up to 
10% of implant circumference) were excluded from 
the analysis, yielding a total of 18–22 images per 
cross-section, which were used to perform the statis-
tical analysis using Statistica 13.1 software (Statsoft 
Inc.). First, the normality of data distribution was eval-
uated using the Shapiro-Wilk test, then differences 
between BIC% measured on cross-sections from HA 
and SN samples from each animal were evaluated. 
RESULTS
Microscopic examination of unused reference 
samples demonstrated similar morphology of the HA 
layers in implants with and without SNs; both coat-
ings consisted of randomly scattered HA splats and 
grains forming a microporous structure (Fig. 2A, B). 
Silver nanoparticles (as confirmed by EDS analysis) 
were also randomly scattered on the surface of the 
implants; however, in recessed areas, they tended to 
form small clumps up to 1 µm in diameter (Fig. 2C, D). 
In all retrievals, coating integrity was not compro-
mised after pull-out tests, indicating good bonding 
strength to the substrate material. In both types of 
samples, good osseointegration was observed with 
formation of trabecular bone around the implants; 
mean pull-out forces were 122.5 (range 87.2–152.5) 
and 110.4 (range 72.0–162.4) for the HA and SN 
groups. During these tests the macroscopic trabecu-
Figure 1. Animal experiments; A. Implants used for the experiment; 
top — implant with silver nanoparticles doped hydroxyapatite 
(HA) coating, bottom — implant with standard HA coating; 
B. Implantation of a HA-coated Ti rod into the femur of a New 
Zealand white rabbit, intraoperative view.
A
B
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lar structure was damaged (Fig. 3A); however, large 
patches of bone were still attached to the coatings, 
indicating very good bonding strength of the min-
eral matrix. The microscopic morphology of bone 
attached to the coatings was identical in native HA 
coatings and samples doped with SNs (Fig. 3B, D). 
In all cases, areas covered with flat bony structures, 
which tended to penetrate most pores of the coating, 
were visible. In areas adjacent to trabeculae, there 
was a gradual transitional zone with a thin layer of 
mineralised tissue in both conventional and SN coted 
samples. This was clearly visible in BSD images, where 
mineralised bone had a lower signal intensity in com-
parison to the HA coating (Fig. 3C, E). In the silver 
doped samples, it was observed that some particles 
were still present after 12 weeks in vivo in areas not 
in direct contact with bone (Fig. 3F). 
Energy-dispersive X-ray spectroscopy analysis was 
conducted to verify if the newly formed structures 
were indeed bony tissue. In all samples, the majority 
of tissue attached to the coating contained a large 
percentage of calcium, indicating that it was indeed 
mineralised bone. Smaller patches were covered by 
fragments composed predominantly of carbon, which 
suggests that these were connective tissue fragments. 
Identical EDS spectra were observed for soft tissue 
fragments attached to implant fragments not coated 
by HA, such as the threaded regions. SEM analysis of 
cross-sections indicated that after 12 weeks, a large 
portion of the implant was in direct contact with tra-
becular bone. Also, SEM studies typically demonstrat-
ed bony fragments with a thickness exceeding 100 µm 
firmly attached to the samples (Fig. 4A). In regions 
where no bone contact occurred, only a thin structure 
of the HA coating was visible (Fig. 4B). In all cases, the 
Figure 3. Retrieved implants after pull-out tests: A. Fragments of 
trabecular bone still attached to the retrieved component (SE image), 
arrows indicate partially debonded fragments; B. Ingrowth of bone 
(lower, dark part of micrograph) into the standard hydroxyapatite 
(HA) coating (BSD image); C. High magnification micrograph of newly 
formed mineral bone between HA grains (BSD image), arrows indicate 
thin mineralised layers on HA coatings; D. Low magnification view 
of newly formed trabeculae (dark, upper part of micrograph) on an 
implant with HA + silver nanoparticles (SNs) coating (BSD image); 
E. High magnification demonstrating good ingrowth of bone into the 
HA coating with SNs (BSD image), arrows indicate thin mineralised 
layers of bone; F. High magnification view of central part of panel E, 
arrows indicate SNs attached to the HA substrate; G. Energy-disper-
sive X-ray spectroscopy analysis of SN type coating (10 × 10 µm area 
containing nanoparticles) from one of retrievals confirming presence 
of silver, (sample was sputter-coated with gold prior to analysis); 
O — oxygen; P — phosporus; Ca — calcium, Ag — silver; Au — gold 
(sputtering material).
Figure 2. Scanning electron microscopy analysis of unused ref-
erence samples; A. Typical microstructure of the plasma-sprayed 
hydroxyapatite (HA) coating (BSD image); B. Microstructure of the 
HA coating with silver nanoparticles (BSD image); C. Silver nanopar-
ticles and their conglomerates indicated by arrows (BSD image); D. 
Energy-dispersive X-ray spectroscopy analysis of the nanoparticles 
confirming presence of silver (Ag) on the surface of the coating 
(sample was sputter-coated with gold prior to analysis); O — oxygen; 
P — phosporus; Ca — calcium, Au — gold (sputtering material).
A B
C D
A B
C D
E F
G
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bone was firmly attached to the coating, with no gaps 
visible at the interface. Measurements of the area 
of implants covered by bone indicated comparable 
results for both types of components. Bone implant 
contact area (and standard deviations) were calcu-
lated from summarised morphometric results from 
two cross-sections per implant (12 results per group). 
The mean BIC% were 52.0 ± 5.34% and 50.5 ± 
± 7.17% in implants with conventional and SN doped 
HA coatings respectively (Fig. 4C). There were no 
statistical differences between BIC% measurements 
taken in HA and SN samples in all cases, except for 
case number 2, where BIC% was significantly higher 
for the HA sample (p < 0.05, Wilcoxon test).
DISCUSSION
Uncemented fixation is currently the gold stand-
ard in many types of arthroplasties, predominantly 
in hip, shoulder and knee joints as well as modern 
dental implants [5, 7, 15, 17]. As the number of 
joint replacement procedures is increasing in devel-
oped countries, management of arthroplasty related 
complications is becoming more important. Among 
the major complications following these procedures, 
periprosthetic joint infections are predominantly 
problematic in management and associated with 
a severe financial burden [20]. In recent years, many 
studies focused on possible methods of minimising 
the incidence of PJIs, and several authors suggested 
that application of SNs could be effective [1, 2, 6, 
22]. Although antimicrobial properties of SNs are 
well documented, their effect on osteointegration 
of orthopaedic implants is not well understood [3, 4, 
8, 21, 23]. A rabbit model was used in this study to 
examine a series of implants with conventional and 
SN doped HA layers and demonstrated comparable 
osseointegration of both coatings.
The present study has several limitations, pre-
dominantly related to the fact that it includes a small 
number of retrievals. This limitation is due to ethical 
considerations, animal studies are required to include 
the lowest possible number of animals, so only a small 
number of samples was available in this and similar 
studies conducted by other authors [5, 8, 9]. Another 
limitation is the use of pull-out testing for the evalua-
tion of implants. This procedure did not allow samples 
to be obtained for light microscopy, moreover several 
bones fractured during these tests, compromising 
the quality of the obtained data. Although mechan-
ical testing of implants was not within the scope of 
this study, it should be noted that pull-out forces 
were comparable in both groups, consequently the 
extent of mechanical damage to the bone-implant 
interface was most likely HA and SN implants. The 
time between bone removal and mechanical testing 
was relatively long, and samples were fixed after 
pull-out tests. Such a protocol could result in un-
predictable artefacts in conventional microscopy, so 
the tissue samples were discarded. Nonetheless, this 
procedure allowed the retention of well-fixed bone 
trabeculae, which play a critical role in the long term 
performance of the implant, providing a unique in-
Figure 4. Bone-implant contact analysis; A. Cross-sections of an 
retrieved implant with mineralised bone formed on the hydroxyapatite 
(HA) coating (arrows, BSD image); B. Fragment of the implant with no 
bone attached, thin HA coating visible (arrows, BSD image); C. Mean 
bone-implant contact percentage (BIC%) values averaged from two 
cross-sections in all samples examined in this study; HA — samples 
with hydroxyapatite coating; HA + SNs — hydroxyapatite layer with 
silver nanoparticles.
A
B
C
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sight into the bone-implant interface. In addition, 
a tungsten-filament SEM was used with a resolution 
of approximately 10–15 nm in BSD mode, which lim-
ited the precision in imaging the smallest Ag particles. 
The use of a field emission gun SEM with sub-nano-
metre resolution would be more desirable, but such 
equipment is costly and other studies have reported 
valuable data using conventional SEM [1, 13, 19, 21].
It was observed that both SN doped HA coat-
ings allow for excellent osseointegration in vivo, 
comparable to that of conventional HA. Although 
animal models have been extensively used to verify 
the performance of various bone ingrowth layers, 
very few authors examined implants containing Ag 
nanoparticles [8, 9, 23]. In the case of rabbits, only 
three studies have been conducted so far, and focused 
on optical microscopic examination. These papers 
confirmed good osseointegration at 10–12 weeks, 
did not demonstrate local or systematic toxicity, and 
indicated antimicrobial effectiveness of SNs. Data 
from laboratory studies indicated comparable adhe-
sion and proliferation of osteoblasts on both types 
of materials, and similar release of osteoinductive 
mediators [3, 4, 8, 17, 21, 23]. The present study 
expanded this knowledge by demonstrating that the 
morphology of the interfacial zone is identical for 
both types of material. SEM observations indicated 
a comparable mechanism of new bone formation and 
mineralisation, and there was no evidence suggesting 
that SNs would retard or prevent formation of tra-
beculae. Similar new bone morphology was reported 
in other studies in which samples were subjected to 
pull-out testing [3, 4, 7, 13].
Data from this quantitative examination suggests 
that the presence of Ag nanoparticles does not af-
fect bone formation at the macroscopic scale, since 
bone-implant contact areas were similar in both 
groups. There was a smaller BIC% in this study than 
those reported for other uncemented implants not 
subjected to pull-out testing and were conducted 
using light [4] or electron microscopy [10, 16]. It 
is possible that the testing procedure may have re-
moved some of the attached trabeculae, which may 
have lowered the BIC%. We believe that the electron 
microscopy preparation procedure did not influence 
the results in a significant way. Some authors used 
critical point drying to dehydrate of samples [18] 
subjected to pull-out testing prior to SEM analysis. 
Such procedure is associated with rapid changes of 
temperature and pressure, which could potentially 
result in cracking and delamination at the interfaces 
between bone, coating and implant due to differenc-
es in their physical properties such as thermal expan-
sion coefficients. We therefore decided to perform 
dehydration by immersion in hexamethyldisilazane, 
which eliminates rapid pressure gradients, and does 
not deteriorate the quality of samples as fragile as 
biofilms [1]. Still, it should be underlined, that the 
significance of quantitative analysis is limited, since 
a meaningful statistical analysis was not possible 
due to the small sample size. Additionally only two 
cross-sections were examined per implant, since the 
remainder was used in other, destructive type tests. 
This limits the precision of our measurements; how-
ever, it should be noted that other authors typically 
performed measurements using one cross-section.
To our knowledge, this is the first study to demon-
strate that Ag nanoparticles can be retained on the 
surface of bone implants for as long as 12 weeks. 
Resorption of SNs has been studied in various labo-
ratory and in vivo settings, and it has been suggested 
that they can remain active for up to several weeks 
[14, 22]. The present findings indicate that in the 
case of bone implants, SNs may be retained longer, 
especially given the fact that no degradation was 
observed. This is potentially important for clinical 
practice, as it suggests that the protective role of SNs 
may extend beyond the early postoperative period. 
Although this study used X-ray spectroscopy to con-
firm the atomic composition of various structures, 
this technique could not be used to conduct quanti-
tative analyses of silver retention in the doped sam-
ples due to the presence of heterogeneous layers of 
bone in the samples. Differences in local thickness 
would significantly affect the results of EDS analysis. 
Moreover, this type of spectroscopy has limited preci-
sion (1–3%), so only qualitative results are presented 
[2, 7, 11, 13, 19, 21, 23].
CONCLUSIONS
The present study indicates that HA coatings 
doped with SNs have good osseointegrative proper-
ties, comparable to those of conventional HA, mak-
ing them potentially suitable for use in orthopaedic 
implants. The Ag nanoparticles may be retained at 
the bone-implant interface for as long as 12 weeks, 
suggesting a prolonged antimicrobial effect. Further 
studies investigating multiple nanoparticle param-
eters, such as size, number and technique used for 
bonding with HA, should be conducted to fine-tune 
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the composition of SN doped coatings for optimal 
osseointegrative and antimicrobial properties.
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